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Abstract  
The Athos ® wearable system integrates surface electromyogra-
phy (sEMG ) electrodes into the construction of compression ath-
letic apparel. The Athos system reduces the complexity and in-
creases the portability of collecting EMG data and provides pro-
cessed data to the end user. The objective of the study was to de-
termine the reliability and validity of Athos as compared with a 
research grade sEMG system. Twelve healthy subjects performed 
7 trials on separate days (1 baseline trial and 6 repeated trials).  In 
each trial subjects wore the wearable sEMG system and had a re-
search grade sEMG system’s electrodes placed just distal on the 
same muscle, as close as possible to the wearable system’s elec-
trodes. The muscles tested were the vastus lateralis (VL), vastus 
medialis (VM), and biceps femoris (BF).  All testing was done on 
an isokinetic dynamometer.  Baseline testing involved perform-
ing isometric 1 repetition maximum tests for the knee extensors 
and flexors and three repetitions of concentric-concentric knee 
flexion and extension at MVC for each testing speed: 60, 180, and 
300 deg/sec. Repeated trials 2-7 each comprised 9 sets where each 
set included three repetitions of concentric-concentric knee flex-
ion-extension.  Each repeated trial (2-7) comprised one set at each 
speed and percent MVC (50%, 75%, 100%) combination. The 
wearable system and research grade sEMG data were processed 
using the same methods and aligned in time. The amplitude met-
rics calculated from the sEMG for each repetition were the peak 
amplitude, sum of the linear envelope, and 95th percentile. Valid-
ity results comprise two main findings. First, there is not a signif-
icant effect of system (Athos or research grade system) on the 
repetition amplitude metrics (95%, peak, or sum). Second, the re-
lationship between torque and sEMG is not significantly different 
between Athos and the research grade system. For reliability test-
ing, the variation across trials and averaged across speeds was 
0.8%, 7.3%, and 0.2% higher for Athos from BF, VL and VM, 
respectively.  Also, using the standard deviation of the MVC nor-
malized repetition amplitude, the research grade system showed 
10.7% variability while Athos showed 12%. The wearable tech-
nology (Athos) provides sEMG measures that are consistent with 
controlled, research grade technologies and data collection proce-
dures. 
 
Key words: Wearable technology, electromyography, EMG, 
Athos. 
 
  
Introduction 
 
Surface electromyography (sEMG) provides access to the 
activation signal that causes the muscle to generate force, 
produce movement, and accomplish the essential functions 
of everyday life (DeLuca, 1997).  The sEMG signal repre-
sents the sum of the motor unit action potentials recorded 
by the electrodes and provides crucial insight into the nerv-
ous system’s activation of the muscle (Day and Hullinger, 
2001; Keenan et al., 2005). sEMG is used in various appli-
cations including clinical, research and sport to explore the 
neuromuscular system and the relationship between mus-
cle activation, movement and force. For example, sEMG 
provides clinicians with a robust biofeedback tool that has 
been demonstrated to improve muscle function in children 
with cerebral palsy (Bloom, 2010). Moreover, sEMG has 
been effective in diagnosing, treating and researching pop-
ulations with various pathologies including hypo- and hy-
pertonicity (Herrington, 1996); stroke (Park and Kim, 
2017); lower back pain (Kaur and Kumar, 2016; Matheve 
et al., 2017); and patellofemoral pain syndrome (PFPS) 
(Kalytczak, 2016). The research applications of sEMG are 
also broad and include detecting differences in muscle ac-
tivation patterns with changes in exercise or movement 
technique (Lynn and Noffal, 2012; Lynn and Costigan, 
2009), recognizing abnormal activation strategies (Mich-
ener et al., 2016), developing methods for prosthetic con-
trol (Daley et al, 2012), as well as developing biomechani-
cal models to predict the loading on joints (Callaghan et al., 
1998). 
Movement strategy is critical in sport and sEMG 
has been used to evaluate muscle activation in sport appli-
cations including recovery, performance and evaluating in-
jury risk factors. As a biofeedback tool, sEMG has been 
demonstrated to increase quadriceps strength recovery post 
anterior cruciate ligament (ACL) reconstruction (Draper, 
1990). Further, muscle activation based on sEMG has been 
used to evaluate the efficacy of different training tech-
niques such as comparing the activation from different 
muscle groups based on exercise or equipment type 
(Krause, 2009) or evaluating the impact of training tech-
nique on specific physiological adaptation (Walker, 2012). 
Muscle activation data has also been used to research cri-
teria that may relate to different injury risk in sport, for ex-
ample, quadriceps dominance during single leg squats as a 
possible risk indicator of ACL injury (Zeller, 2003). 
Although the clinical, research and sport applica-
tions of sEMG are extensive, there are many hurdles that 
make it difficult for wide ranging use.  Measurement of 
sEMG typically requires significant setup cost including 
skin preparation and application of single use adhesive-
based Ag/AgCl electrodes (SENIAM) (Merletti, 1997).  
Also, electrodes are generally tethered to a data acquisition 
system constraining the movement of the subject and con-
text that can be studied. Further, the signal acquired often 
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requires further processing and filtering by the user to re-
port on metrics based on the data. The setup cost and com-
plexity of the equipment as well as the extensive pro-
cessing often required makes sEMG analysis and applica-
tion difficult outside the laboratory or clinic.  
With advancements including component miniatur-
ization, material development and improved manufactur-
ing methods, new technologies for measuring human phys-
iology are emerging that may reduce the setup cost and 
complexity of measuring sEMG. The Athos® training sys-
tem (www.liveathos.com) is an example of one of these 
new technologies. Athos has integrated sEMG measure-
ment into the construction of athletic compression apparel. 
The sEMG signals are acquired by a portable device that 
clips into the apparel, processes, and sends wirelessly to a 
client device for presentation to the coach or athlete. 
Through the combination of a mobile and browser applica-
tion, Athos provides athletic trainers, coaches and athletes 
with performance metrics derived from the sEMG meas-
urements. The sEMG based metrics are used to evaluate 
activation and recruitment patterns between muscles and 
over time during training.  
While Athos provides sEMG measurements inte-
grated into the construction of compression athletic ap-
parel, the validity and reliability of this system needs fur-
ther testing. One study has compared the Athos sEMG sig-
nal to a research grade system (Aquino & Roper, 2018) and 
found it to be valid; however, the two sEMG systems were 
not worn concurrently, so data from the same contractions 
could not be compared. Therefore, the purpose of this study 
is to compare Athos sEMG measurements against an estab-
lished research system and protocol (Finni et al., 2007) on 
the same contractions. Athos electrodes are integrated into 
the construction of the garment. The research system com-
prises traditional Ag/AgCl adhesive electrodes placed di-
rectly distal the Athos electrodes and following standard 
SENIAM protocol for skin preparation. There was no dif-
ference in filtering applied prior to sampling across the 
EMG spectrum of 10-500 Hz and the sampled signals were 
processed using the same processing steps.  
The validity of the Athos system was evaluated by 
first comparing characteristics of the sEMG signal from 
both systems and second by comparing the relationship be-
tween sEMG from both systems and the resulting torque 
produced by those contractions. We evaluated the reliabil-
ity of sEMG measures from the two systems across days 
where the electrodes are re-applied. We hypothesized that 
there would be no significant differences in sEMG output 
or the relation between EMG and torque for the two sys-
tems. Moreover, we hypothesized that the test-retest relia-
bility of the sEMG signal from Athos would be comparable 
to the research grade system.  
 
Methods 
 
Subjects 
Twelve healthy subjects (6 males, 6 females, see Table 1)  
were recruited for this study. Subjects were screened 
through a pre-research questionnaire to determine level of 
training and ensure full commitment to the completion of 
data collection. Level of training was defined as untrained 
(< 1 year training; 1 male, 3 female), recreationally trained 
(1-3 years training; 3 male, 3 female) and expertly trained 
(> 3 years training; 1 male, 1 female). Testing was per-
formed at the same time for each testing trial, and subse-
quent trials were separated by a minimum of 48 hours. 
Each subject was required to participate in a total of seven 
testing trials over a three-week period. All subjects were 
notified of potential risks and provided written informed 
consent approved by the University Institutional Review 
Board prior to data collection.  
 
Table 1. Summary of subject demographics, presented as 
means (±SD). 
Subjects Age (years) Height [cm] Weight [kg] 
6 Female 20.9 (2.2) 1.64 (.05) 63.5 (13.6) 
6 Male 22.0 (2.3) 1.80 (.13) 89.7 (11.1) 
 
Set-up 
For each subject, anthropometrics (hip and waist measure-
ments) were recorded to determine the appropriate Athos 
gear size. Each subject used the same gear throughout the 
whole study, and gear was washed following the last trial 
of each week. 
 
 
  
 
 Figure 1. Geometry of Athos bipolar electrodes. 
 
SEMG measurements from the vastus lateralis, 
vastus medialis and bicep femoris were collected with both 
Athos and the Biopac electrodes (Biopac Systems, Inc., 
Goleta, California) simultaneously. The Athos compres-
sion garments were fit to each subject to ensure the elec-
trodes embedded in the garments were directly over the 
muscle bellies of vastus lateralis, vastus medialis, and bi-
ceps femoris. Athos electrodes are designed to provide a 
bipolar differential EMG measurement with an interelec-
trode distance of 2.1 cm (Figure 1). Athos electrodes are 
comprised of a conductive polymer and no skin or elec-
trode preparation was performed at the site corresponding 
to each electrode. No skin or electrode preparation was per-
formed at the site corresponding to each Athos electrode as 
in a practical setting, skin preparation is not performed 
when wearing Athos. For each muscle, the Athos shorts 
were cut just below the Athos bipolar electrodes to place 
the Biopac bipolar electrodes (Biopac EL500, Ag/AgCl 
electrodes, Bio-Pac systems Inc., Goleta, CA, USA) as 
close to the Athos electrodes as possible and directly distal 
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on the same muscle. The bipolar Biopac electrodes pro-
vided a differential EMG measurement and an interelec-
trode distance of 2.1 cm was used to match the interelec-
trode distance of the Athos electrodes. When applying Bi-
opac electrodes, the area of skin was shaved and cleaned 
with an alcohol wipe. Biopac electrodes were marked on 
the skin and the electrode location was re-marked follow-
ing testing to prevent fading and keep the placement con-
sistent for each trial. The Biopac reference electrode was 
placed on the right wrist at the styloid process of the ulna 
as has been done previously (Cochrane et al., 2014).  
 
Experimental procedure 
The study protocol consisted of 1 baseline testing session 
and 6 repeated testing sessions (Figure 2). A HUMAC 
Norm (CSMi, Inc., Stoughton, MA, USA) isokinetic dyna-
mometer was used to control the knee extension and flex-
ion sets and to measure angular displacement and torque 
output. The dynamometer was used to reduce variability in 
the performance of the movement by controlling for speed 
and movement position. Torque output measurements were 
taken to control for repeatable torque across trials and to 
relate the output torque to the resulting sEMG response for 
each muscle. 
Day 1: Familiarization and Baseline Testing: Prior 
to the first data collection trial, height and mass were rec-
orded. Subjects were instructed to cycle for 10-minutes on 
a stationary bike at a self-selected pace followed by a dy-
namic warm-up.  Subjects were then seated on the 
HUMAC Norm dynamometer and were positioned accord-
ing to the HUMAC testing and rehabilitation user’s manual 
with the padded arm of the dynamometer positioned 3 cm 
proximally to the lateral malleolus and the axis of rotation 
of the knee aligned with the axis of rotation of the dyna-
mometer. Isometric 1 repetition maximum (RM) strength 
testing for knee extensors and knee flexors was performed 
with the knee positioned at 90O of flexion and the hip at 
85O as was previously described (Luc et al., 2016; Roberts 
et al., 2012).  All tests included familiarization comprising 
warm-up repetitions to become familiar with each speed 
and movement. The isometric protocol to determine each 
subject’s 1RM consisted of 5 second isometric contractions 
intermittent with 5 seconds of rest at each intensity, starting 
at 50 percent MVC for 5 repetitions, 70 percent MVC for 
3 repetitions, 90 percent MVC for 1 repetition, and 100 per-
cent for 1 repetition. A 1-minute rest followed each effort 
set. Following isometric testing, subjects performed three 
repetitions of concentric-concentric knee extension and 
flexion at 100 percent MVC for each testing speed: 60, 180, 
and 300 deg/sec. Each of these repetitions involved moving 
the knee from 90O of flexion to 0O of knee flexion, or where 
the knee is fully extended and back to 90O of flexion.  The 
peak torque achieved by the subject during each set was 
recorded and used to establish a +/-10% torque window for 
each speed and percent MVC for the following 6 trials of 
the study.  Any subsequent trials which produced torque 
values outside of this range were not counted and repeated. 
Days 2-7: Subjects were asked to attempt to main-
tain consistent patterns of sleep, nutrition, and activity be-
tween testing days. Prior to each trial, subjects completed 
a daily questionnaire consisting of sleep, nutrition, and ac-
tivity information in order to ensure there were no large 
differences in these factors that could alter performance. 
Participants performed the standardized cycling and warm 
up protocol. Each trial consisted of 9 sets (Figure 2) with 
each set consisting of 3 knee extension and flexion  repeti-
tions. The 9 sets included 1 set per speed (at 60 deg/s, 
180deg/s, and 300 deg/s) and MVC level (50 percent, 75 
percent, and 100 percent) combination. Concentric torque, 
position,  velocity  and  sEMG data were collected during 
                         
 
 
 
 
                                Figure 2. Overview of the experimental procedures.  
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 each set. Effort levels were monitored based on the 1RM 
peak torque established during day 1 baseline testing for 
each subject, speed and MVC combination. The research 
administrator examined data after each set to determine if 
the effort level achieved matched the baseline torque out-
puts (within +/- 10%). If torque output was outside the ap-
proved range, the participant was required to attempt test-
ing at that speed-effort pairing again and no more than 3 
attempts were made before moving to the next pairing. The 
order of 9 sets was randomized between participants, but 
each participant performed the same order for all six testing 
sessions.  
 
Signal acquisition and processing 
Athos provided sampled sEMG data at 1kHz, no gain was 
applied to the analog signal and only an anti-aliasing filter 
was applied prior to sampling. The anti-aliasing filter pre-
vents high frequency noise greater than 500Hz from alias-
ing into the sEMG spectrum. Since the sEMG spectrum 
generally does not extend beyond 500 Hz the anti-aliasing 
filter will have negligible influence on the sEMG signal. 
Biopac data was sampled at 1024 Hz, the analog signal was 
amplified by a factor of 1000 and a bandpass filter with 
cutoff frequencies at 10 Hz and 500 Hz were applied prior 
to sampling (EMG100C; BIOPAC Systems Inc., Goleta, 
CA, USA; bandwidth = 10–500 Hz). 
After Athos and Biopac signals were sampled and 
aligned to 1kHz, both were processed with the same set of 
filtering steps to ensure an equivalent spectrum of the sig-
nal from each system and to produce an envelope repre-
senting the sEMG signal power. Filtering included a linear 
bandpass filter with center frequency at 120 Hz, linear 
notch filter at 60 Hz, rectification and linear envelope. The 
linear envelope was then downsampled by a factor of 25 
and further smoothed using a 16 sample root mean square 
(RMS). The processing steps described above are sup-
ported as a method of calculating an amplitude representa-
tion of the sEMG signal and described in ‘Guidelines for 
Reporting SEMG Data’ (Merletti, 1997). The final result is 
an RMS sEMG from both systems at the same sampling 
rate. This is required to calculate reliability and validity.  
Athos data includes a measure of contact quality, 
which is estimated from the amplitude of a high frequency 
signal outside of the sEMG frequency spectrum. This sig-
nal was evaluated to determine the quality of contact of 
each of the Athos electrodes for each trial. Each set of data 
comprised knee extension and flexion repetitions at a given 
MVC level. If the amplitude of the high-frequency contact 
signal exceeded a given threshold for over 10% of the set, 
that set was determined to be poor contact quality. In total 
18% of the sets were determined to have poor contact qual-
ity and were not included in further analysis.  
The Biopac sEMG data and HUMAC dynamometer 
data was collected with the same software (AcKnowledge, 
v.3.8.1, Biopac Systems Inc.) and were therefore aligned in 
time and at the same sampling rate of 1024 Hz.  To align 
the Athos data to the Biopac and dynamometer data we 
compared the standard deviation from a 200 ms sliding 
window to the standard deviation of the resting noise (Di-
deriksen et al., 2017). The standard deviation of the resting 
noise was taken from the first second of each set during 
which the subject was stationary. The onset event of the 
first repetition was determined for the Athos system as the 
point where the sEMG standard deviation was 10x the 
magnitude of the standard deviation of the resting noise. 
The Athos onset event was then aligned to the moment 
where the dynamometer arm started to move. This pro-
duced the best alignment of the data from both systems. It 
is well established that sEMG activity precedes mechanical 
output or motion in the range of 50 ms (DeLuca, 1997), but 
we found this difference had negligible impact on align-
ment for the purpose of this study.   
After alignment a plot was generated for each set to 
visually evaluate the resulting Athos and Biopac alignment 
as well as to check for any other test issues. An example 
plot is shown in Figure 3, the processed envelope for both 
Athos (black) and Biopac (grey) are overlaid after the 
alignment has been corrected based on the above described 
method. For this example, it is possible that the Biopac 
electrode contact quality was lower than that of the Athos 
electrode for the bicep femoris muscle group. This differ-
ence in contact quality could explain the increase in base-
line noise and lower signal amplitude measured from Bi-
opac as compared to Athos for this set.  and may be due to 
the fact the subjects were seated and there may have been 
some pressure on the hamstring electrodes. During visual 
inspection of each trial, 22% of the sets were removed from 
further analysis due to either incorrect alignment or errors 
in the testing methodology.  Incorrect alignments were 
mostly due to trials where the subject was not fully relaxed 
when the data collection began, this resulted in  large rest-
ing noise. Error conditions included recordings with less 
than 3 measured repetitions, cases where the subject was 
unable to achieve the desired speed or produced incon-
sistent speed across repetitions.    
After the datasets were aligned, parameters were 
calculated for each repetition based on the processed RMS 
of the sEMG signal. First the three repetitions of each set 
were segmented for the sEMG and torque time series data 
using the zero crossings of the dynamometer arm velocity. 
For each segmented repetition parameters were calculated 
as dependent variables for the processed RMS waveform 
of the sEMG signal including the 95th percentile magni-
tude, peak magnitude, and sum of the total sEMG over the 
repetition. The same parameters were also calculated for 
torque over each repetition. The 95th percentile and peak 
magnitude both represent a peak amplitude parameter 
taken from the processed sEMG waveform over each rep-
etition with the 95th percentile magnitude more resilient to 
large magnitude sample outliers during the repetition. The 
sum represents the accumulation of the sEMG signal over 
the repetitions. The 95th percentile, peak and sum depend-
ent variables for both sEMG  and  torque across all repeti-
tions, sets and subjects were then used to evaluate the va-
lidity and reliability of the new wearable system (Athos) as 
compared to the gold standard research grade sEMG sys-
tem (Biopac). 
 
Data analysis 
We evaluated two measures of validity between Athos and 
Biopac. First, we compared the characteristics of the RMS 
sEMG  signal  for  each  muscle, speed, and percent MVC  
 
 
Lynn et al. 
  
 
 
209
  
 
 
 
 
Figure 3. Comparison of RMS EMG amplitude over time during a representative set at 60 deg/s. From top to 
bottom, vastus medialis (RVM), vastus lateralis (RVL), bicep femoris (RBF) and torque output. 
 
 
  
 
 Figure 4. Relationship of vastus lateralis (RVL) EMG repetition amplitude from one subject against knee exten-
sion torque output, speed = 180 deg/s.  
 
between the two systems. Secondly, we compared the 
strength and directionality of the relationship between 
sEMG metrics and torque output between Athos and Bi-
opac.  
To evaluate differences between sEMG metrics ob-
tained from Athos and Biopac, we used a linear mixed 
model to evaluate if there was a significant effect of system 
(Athos or Biopac), session (2-7), speed, or percent MVC 
on each dependent variable extracted from the sEMG 
waveforms collected. We used post-hoc Bonferroni ad-
justed p-values for pairwise comparisons. This model was 
estimated separately for the three-dependent variables: 95th 
percentile, peak, and sum of each repetition within a set.   
The combination of the two quad muscles measured, vastus 
lateralis and vastus medialis, were summed as an additional 
muscle grouping for comparison. We evaluated differences 
in sEMG characteristics (95%, peak, and sum) by creating 
a linear mixed model ANOVA with subject, speed, and 
muscle as independent variables and sEMG metric (95%, 
peak, or sum) as the dependent variables between Athos 
and Biopac. The linear model was calculated using R (R 
core team) using the lme4 package (Bates et al., 2015).  
To assess the strength of the relationship between 
torque and EMG for both systems, we fit subject specific 
regressions of sEMG and torque output for each muscle 
and speed combination that spanned 50, 75 and 100% 
MVC torque.  These all ended up producing linear relation-
ships.  Figure 4 shows an example for one subject and rep-
resents all extension repetitions spanning all MVC levels 
at 180 deg/s. Each point represents the 95th percentile 
sEMG dependent variable from vastus lateralis against the 
torque generated during a knee extension repetition. The 
EMG values were normalized to the maximal voluntary 
contraction at each speed for each subject. We examined 
differences in the relationship between torque and EMG by 
comparing the coefficient of determination between sys-
tems using a Wilcoxon-Rank_Sum Test due to non-nor-
mally distributed data.   
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To assess reliability first the repetitions were con-
strained to within +/-10% of the mode torque for each sub-
ject, speed and effort combination. This was necessary to 
ensure day-to-day variations in EMG amplitude were not 
due to differences in torque output. During the test protocol 
a range of effort levels were measured by asking the sub-
jects to perform the movement at 50%, 75% and 100% 
MVC torque. The reliability of the EMG metrics was then 
accessed by calculating the variation in repetition ampli-
tude in two ways, first as the coefficient of variation (stand-
ard deviation divided by the mean), and second as the 
standard deviation of the normalized repetition amplitude. 
Metrics based on sEMG amplitude are often normalized 
and presented as a relative measure against a baseline, such 
as one repetition maximum (Merletti et al., 1997; Farina et 
al., 2014). This allows the sEMG metric to be presented as 
a percentage of baseline contraction. The second approach 
provides a measure of variability as a percentage of MVC 
amplitude. The reliability measures were calculated using 
the 95th percentile repetition amplitude per muscle group 
for both Athos and Biopac. Reliability was also calculated 
for the sum of vastus lateralis and vastus medlias muscle 
groups. 
 
Results 
 
Validity 
The validity results comprise two main findings. First, 
there is not a significant main effect of system (Athos or 
Biopac) on sEMG characteristic (95%, peak, or sum) and 
the relationship between torque and EMG is not signifi-
cantly different between Athos and Biopac.  
A 2-way mixed model ANOVA indicated signifi-
cant main effects of speed (߯2 = 10.02, p = 0.005), but not 
of system (Athos or Biopac) (߯ 2 = 0.65, p = 0.42) on sEMG 
amplitude. To be conservative, we performed post-hoc 
paired t-tests for each speed, muscle, and percent MVC 
combination and presented all significant differences in 
Figure 5. There was no significant difference for 95th per-
centile, peak, or sum sEMG metrics between Athos and Bi-
opac (Bonferroni adjusted p > 0.001) for any speeds or 
muscles.   
A model between torque and sEMG was calculated 
between all sEMG metrics (95%, peak, sum), muscles and 
speeds separately and was statistically significant suggest-
ing a significant linear relationship in our data set between 
torque and sEMG. The coefficient of determination ranged 
from 0.15 to 0.67 for all subjects. Critically, there was no 
significant difference in the strength of the relationship be-
tween systems (Wilcoxon Signed Rank p-values shown): 
95% (BF: p = 0.41, VL: p = 0.45, VM: p = 0.63, VL+VM: 
p = 0.91), peak (BF: p = 0.42, VL: p = 0.22, VM: p =0.29, 
VL+VM: p = 0.56), and  sum (BF: p = 0.64, VL: p = 0.21, 
VM: p = 0.29,VL+VM: = 0.09).  
Table 2 and Table 3 compare the strength of corre-
lation between Athos/Biopac and torque. The first table 
shows the correlation for reps corresponding to 60 deg/s 
and the second for 300 deg/s. The two controlled speeds 
were used to represent both controlled strength and explo-
sive power movements experienced in sport. Biopac shows 
on average a 4% higher correlation with torque. Both sys-
tems demonstrate a strong average correlation between 
sEMG and torque output across the 6 trials.  
 
 
 
  
 
 
Figure 5. Normalized EMG amplitude based on three metrics: peak (top row), 95% (middle row), and sum (bottom row) 
metrics for the EMG at each speed for the three muscles tested and the combination of vastus lateralis and medialis (last 
column).  
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Table 4. Coefficient of variation (standard deviation/mean) for both Biopac and Athos for each speed and 100% MVC 
level across the 6 repeated trials.  
Speed % MVC 
   BF            VL                  VM               VM+VL            AVG 
Biopac Athos Biopac Athos Biopac Athos Biopac Athos  
60 100 20.6 16.8 17.1 19.6 18.2 23.9 16.4 16.8 18.7 
180 100 20.3 23.1 21.2 28.0 26.9 22.5 20.4 19.0 22.7 
300 100 24.7 28.1 25.9 38.5 24.6 23.7 24.2 23.9 26.7 
 AVG 21.9 22.7 21.4 28.7 23.2 23.4 20.4 19.9  
              RVM = vastus medialias, RVL = vastus lateralis, RBF = bicep femoris. 
 
Table 5. Standard deviation of normalized sEMG amplitude (normalized amplitude based on highest value from linear regres-
sion for each subject @ 60 deg/s). Standard deviation has been averaged across % MVC levels and subjects for each speed.  
Speed 
RBF RVL RVM RVM+RVL 
Biopac Athos Biopac Athos Biopac Athos Biopac Athos 
60 16.3 12.5 12.3 13.2 11.5 13.7 11.2 10.9 
180 10.5 14.4 8.4 11.3 9.3 8.7 8.0 7.3 
300 9.5 12.8 9.5 12.8 8.2 9.6 8.5 8.9 
AVG 12.1 13.2 10.1 12.4 9.7 10.7 9.2 9.0 
                       RVM = vastus medialias, RVL = vastus lateralis, RBF = bicep femoris. 
 
Table 2.  Pearson correlation coefficient between 95th percen-
tile sEMG repetition amplitude and torque output averaged 
across subjects @ 60 deg/s.  
 Athos Biopac 
RVM 0.67 0.75 
RVL 0.71 0.73 
RVM+RVL 0.75 0.75 
RBF 0.62 0.65 
Average 0.69 0.72 
  RVM = vastus medialias, RVL = vastus lateralis, RBF = bicep femoris. 
 
Table 3.  Pearson correlation coefficient between 95th percen-
tile sEMG repetition amplitude and torque output averaged 
across subjects @ 300 deg/s.  
 Athos Biopac 
RVM 0.74 0.78 
RVL 0.73 0.77 
RVM+RVL 0.80 0.80 
RBF 0.63 0.66 
Average 0.71 0.74 
  RVM = vastus medialias, RVL = vastus lateralis, RBF = bicep femoris. 
 
Reliability 
The coefficient of variation of the 95th repetition amplitude  
across trials is shown in Table 4 at the 100% MVC level 
and each speed.  The variation averaged across speeds is 
0.8%, 7.3% and 0.2% higher for Athos for the bicep femo-
ris, vastus lateralis and vastus medialis respectively. How-
ever, when the quads are summed together Athos demon-
strates slightly lower variation at 19.9% compared to 
20.4% for Biopac. As expected, the variability is higher at 
the higher speeds and the difference in variability between 
Biopac and Athos slightly increases at higher speeds.  
The standard deviation as a percentage of MVC am-
plitude is shown in Table 5. Biopac shows on average 
10.7% variability and Athos 12% across all speed and 
MVC levels. Again, when the quads are summed together 
Athos demonstrates a greater decrease in variability com-
pared to Biopac. The distribution of the variability as a per-
centage of MVC amplitude is represented with the boxplot 
in Figure 6. The boxplot whiskers show the 5th to 95th ex-
tents of the distribution. The average variation is repre-
sented with the line across each box and the lower and up-
per limits of the box represents the 25th and 75th percentiles 
of the variation distribution.  
 
 
  
 
 
Figure 6. Boxplot representing repetition amplitude variability as % MVC at speed 60 deg/s for each muscle group meas-
ured. Rep amplitude normalized based on MVC. Whisker limits represent 5th and 95th percentiles and the line within each 
box represents the mean. Red = Athos, Black = Biopac. RVM = vastus medialias, RVL = vastus lateralis, RBF = bicep femoris. 
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 Discussion 
 
We investigated the validity and reliability of the Athos 
sEMG system to characterize muscle activation patterns 
during isokinetic knee extension and flexion. We found 
strong consistency with a standard research grade EMG 
system (Biopac), a strong relationship between force out-
put and normalized sEMG measurements from both Athos 
and Biopac, and moderate to high test-retest reliability of 
the Athos electrodes.  
 
Validity 
To assess validity of Athos compared to Biopac, we inves-
tigated differences in sEMG metrics at each speed, muscle, 
and percent MVC combination. There was no significant 
difference in signal repetition amplitude (95%, peak, or 
sum) measured between systems across all muscles meas-
ured.  
Based on a post-hoc power calculation using the 
standard deviation and mean values for each EMG metric 
and our sample size, we calculated a minimal detectable 
difference in EMG output of 0.3 standard deviations from 
the mean. It is unlikely that small differences (near 0.3 
SDs) are significantly meaningful in an athletic setting. 
Lastly, differences in the alignment of the iliotibial tract 
and subcutaneous tissue composition may affect the indi-
vidual quadriceps recording sites, while summing them re-
moves most of this variability in EMG signal content. 
Therefore, it is remarkable both systems had no significant 
differences in normalized EMG output for any metric.  
There was no significant difference in the strength 
of the relationship between sEMG metrics and torque out-
put between systems. In our data set, both Athos and Bi-
opac sEMG metrics were linearly related to torque output 
longitudinally across the six trials and days. Correlation co-
efficients presented in Table 3 and Table 4 demonstrate a 
similar magnitude and directionality of correlation be-
tween sEMG and torque output for both systems, without 
a significant inter-system difference.  
The significant linear relationship and correlation 
coefficients demonstrate the ability for Athos to capture the 
same relationship between muscle activation and torque 
output over a range of speeds representing controlled and 
high velocity movements experienced in sport. Further, 
even at the highest speed, which represents dynamic move-
ments experienced in sport, the strength of correlation be-
tween sEMG and torque was comparable between systems. 
The Athos electrodes do not use an adhesive to reduce elec-
trode movement and corresponding artifact and yet the 
strength of correlation is comparable during high velocity 
movement. The comparable reliability between Athos and 
Biopac at higher velocities supports the efficacy for Athos 
to be used to measure dynamic sport movements without 
sacrificing measurement accuracy compared to a research 
grade system. 
It’s important to note that while the strength of cor-
relation is comparable, 18% of sets were removed due to 
unreliable contact quality from at least one of the muscles 
measured with Athos. The sets removed primarily occurred 
at the start of the trial for a given day. One possible expla-
nation is that in these cases the warmup was not sufficient 
to allow the impedance between the sensors and the skin to 
decline, thereby improving contact quality. This does em-
phasize that while Athos demonstrates comparable corre-
lation during high velocity movements, this result was 
based on good contact quality sets only. A sufficient 
warmup and settling period may be required before valid 
and comparable measurements are provided.  
The relationship between sEMG amplitude and 
force output is still debated and likely depends on a number 
of factors including force output level and muscle physiol-
ogy such as fiber type and size diversity (Alkner et al., 
2000; De Luca, 1997; Lawrence and De Luca, 1983; 
Milner-Brown and Stein, 1975). While the relationship be-
tween absolute sEMG and force output is bi-linear between 
low and high-forces (Day and Hullinger, 2001; Keenan et 
al., 2005), the normalized sEMG and force relationship is 
approximately linear across the full range of force output 
(Fuglevand et al., 1993; Staudenmann et al., 2010). A re-
view by Staudenmann et al.  (2010) has concluded that alt-
hough the relationship between sEMG amplitude and force 
is not necessarily linear for all muscle groups and applica-
tions, linear models are often inevitably used and provide 
a reasonable description of the relationship. Regardless of 
the linearity of this relationship through the entire range of 
muscle forces, there was no significant difference in the 
strength of this relationship between systems for the torque 
outputs measured.  
The results of this study support the conclusions of 
Staudenmann et al., (2010) for the muscles measured and 
protocol applied. We only tested from 50-100% MVC, and 
therefore likely experience amplitude cancellation from the 
bipolar recordings. Critically, because the EMG-torque re-
lationship is not different between systems, any signal can-
cellation is similar between systems.  
 
Reliability 
There is not a statistically significant difference in reliabil-
ity within or among sessions between Athos and Biopac. 
The coefficient of variation of sEMG amplitude is only 1% 
higher from Athos for both the bicep femoris and vastus 
medialis and 7% higher for vastus lateralis. sEMG reliabil-
ity has been evaluated in previous studies, for example 
Yang and Winter (1983) evaluated the reliability of triceps 
sEMG amplitude during isometric contractions at 100%, 
50% and 30% MVC across three days. To assess reliability, 
Yang and Winter (1983) processed the sEMG signal to 
generate a linear envelope. The amplitude of the linear en-
velope was compared across sets at each MVC level. The 
coefficient of variation in EMG amplitude at 100%, 50% 
and 30% MVC levels between days was 16.4%, 15.2% and 
12.0%, respectively, while the variation within days was 
9.1%, 8.5% and 10.3% (Yang and Winter, 1983). 
Results from the present study compare well with 
reliability reported by Yang and Winter (1983). For exam-
ple, at 100% MVC and 60 deg/s, the coefficient of variation 
averaged across muscle groups was 20.1% from Athos and 
18.6% from Biopac compared with 16.4% measured by 
Yang and Winter.  The higher variability noted in this cur-
rent study could be expected as we tested the variability of 
isokinetic contractions while Yang and Winter (1983) 
tested the variability of isometric contractions.  
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It’s important to note that variability measured from 
any sEMG measurement includes measurement error, 
movement variability, and physiological variability. Meas-
urement error includes variability introduced by the meas-
urement system, such as noise caused by electrode move-
ment during dynamic contractions and differences in elec-
trode positioning, or the fact that the subjects were seated, 
and the hamstring electrodes may have been compressed 
between the seat and the leg. Movement variability is in-
troduced by differences in how the subject performs the 
movement, differences in body position causing differ-
ences in muscle recruitment. Physiological variability is in-
troduced by differences in the physiological state of the 
subject within a trial and between trials. The goal of this 
study was to examine the differences in measurement er-
rors between the Athos and Biopac system, therefore every 
effort was made to reduce the movement and physiological 
variability. The movement variability was reduced by us-
ing an isokinetic dynamometer and following strict manu-
facturer’s recommendations in setting the subject up before 
every trail. Physiological variability was reduced by testing 
each subject at the same time on subsequent days, main-
taining consistent rest periods between sets and having sub-
jects note their sleep, hydration, nutrition, and exercise be-
tween each testing session. The individual components of 
the variability cannot be separated, but by comparing 
Athos and Biopac we can interpret differences between the 
measurement errors of each system and evaluate the per-
formance of Athos as compared to a traditional research 
grade EMG system. We expect movement and physiologi-
cal variability to have equivalent impact on Athos and Bi-
opac data and therefore differences in variability should re-
flect differences in measurement error of the two systems.   
The small difference in overall measurement varia-
bility between Athos and Biopac suggests that Athos does 
not introduce significant measurement variability despite 
the form factor of the Athos system. Athos electrodes are 
built into compression apparel reducing complexity and 
setup cost by not requiring adhesive electrodes to be re-
applied after each trial, careful skin preparation and addi-
tional reference electrodes. While Athos EMG measures 
compare well with those of a research grade EMG system, 
there is a moderate day-to-day variability inherent to EMG 
recording that is influenced by the measurement error, 
movement and physiological variability described above. 
Even when movement is controlled, as in this study, there 
may be variability in muscle activation strategies across 
muscle groups that may influence the variability in ampli-
tude from a specific muscle across trials. For example, in 
this study at 100% MVC a common activation pattern 
measured was an increase in left gluteus maximus and 
bicep femoris activation during right concentric knee ex-
tension. One explanation may be that the left gluteus max-
imus and bicep femoris are activated to generate torque 
about the hip to support additional force during higher knee 
extension loads and this may influence the activation and 
variability measured from the right quads.  
Further research is needed to understand how these 
different forms of variability would be represented on ath-
letes outside of the lab and how it would influence compar-
isons for an athlete across training sessions. From this 
study it was demonstrated that in a controlled setting Athos 
has comparable reliability to a research grade system. 
Based on this result, Athos has the potential to measure the 
movement and physiological variability outside of the lab 
without introducing measurement error as compared to a 
research grade system; although this requires further test-
ing to confirm. The ability to collect valid and reliable 
sEMG information in any setting can be a valuable tool in 
understanding how athlete’s movement and physiology is 
changing across training sessions.  This may also have clin-
ical and ergonomic uses in tracking muscle activation pat-
terns in patients and workers during work tasks and activi-
ties of daily living. 
 
Conclusion 
 
This study has demonstrated that over a range of dynamic 
contractions Athos provides measures of sEMG that are 
consistent with controlled, research grade technologies and 
techniques. There were no significant differences between 
normalized EMG amplitude or in the strength of the rela-
tionship between sEMG and torque output between Athos 
and Biopac. Also, no significant differences were seen in 
variability between Athos and the research grade system. 
The close comparison demonstrates that Athos does not 
add significant measurement error that limits application 
compared to the research grade system. The overall varia-
bility measured from both Athos and Biopac contains mul-
tiple components. The goal of Athos is to surface the phys-
iological and performance variability down to individual 
muscles and to do so not just in the lab, but across an ath-
lete’s training in the weight room, training room and on the 
field, pitch, court or track.  
Many studies have looked at the efficacy of apply-
ing sEMG measurements in sport (Clarys and Cabris, 
1993; Draper, 1990; Snarr 2017; Zeller 2003). Further re-
search is needed to study the use of sEMG in different ap-
plications and to understand how to interpret the data in 
less controlled scenarios, outside of the lab. This study has 
evaluated the Athos system in terms of validity and relia-
bility and has demonstrated the efficacy of Athos as com-
pared to a research grade system to support furthering re-
search and application of sEMG both in and out of the lab.  
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Key points 
 
 Surface EMG embedded into athletic garments 
(Athos) had similar validity and reliability when 
compared with a research grade system 
 There was no difference in the torque-EMG rela-
tionship between the two systems 
 No statistically significant difference in reliability 
across 6 trials between the two systems 
 The validity and reliability of Athos demonstrates 
the potential for sEMG to be applied in dynamic re-
habilitation and sports settings 
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